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(iii) Bottoms receivers or sumps; 
(iv) Vessels storing wastewater; or 
(v) Reactor vessels associated with a 

manufacturing process unit. 
(n) For crude oil, intermediate, or 

product loading operations for which 
the vapor-phase concentration of meth-
ane is 0.5 volume percent or more, cal-
culate CH4 emissions from loading op-
erations using vapor-phase methane 
composition data (from measurement 
data or process knowledge) and the 
emission estimation procedures pro-
vided in AP 42, Section 5.2 (incor-
porated by reference, see § 98.7). For 
loading operations in which the vapor- 
phase concentration of methane is less 
than 0.5 volume percent, you may as-
sume zero methane emissions. 

[74 FR 56374, Oct. 30, 2009, as amended at 75 
FR 79160, Dec. 17, 2010; 78 FR 71963, Nov. 29, 
2013] 

§ 98.254 Monitoring and QA/QC re-
quirements. 

(a) Fuel flow meters, gas composition 
monitors, and heating value monitors 
that are associated with sources that 
use a CEMS to measure CO2 emissions 
according to subpart C of this part or 
that are associated with stationary 
combustion sources must meet the ap-
plicable monitoring and QA/QC require-
ments in § 98.34. 

(b) All gas flow meters, gas composi-
tion monitors, and heating value mon-
itors that are used to provide data for 
the GHG emissions calculations in this 
subpart for sources other than those 
subject to the requirements in para-
graph (a) of this section shall be cali-
brated according to the procedures 
specified by the manufacturer, or ac-
cording to the procedures in the appli-
cable methods specified in paragraphs 
(c) through (g) of this section. In the 
case of gas flow meters, all gas flow 
meters must meet the calibration ac-
curacy requirements in § 98.3(i). All gas 
flow meters, gas composition monitors, 
and heating value monitors must be re-
calibrated at the applicable frequency 
specified in paragraph (b)(1) or (b)(2) of 
this section. 

(1) You must recalibrate each gas 
flow meter according to one of the fol-
lowing frequencies. You may recali-
brate at the minimum frequency speci-
fied by the manufacturer, biennially 

(every two years), or at the interval 
specified by the industry consensus 
standard practice used. 

(2) You must recalibrate each gas 
composition monitor and heating value 
monitor according to one of the fol-
lowing frequencies. You may recali-
brate at the minimum frequency speci-
fied by the manufacturer, annually, or 
at the interval specified by the indus-
try standard practice used. 

(c) For flare or sour gas flow meters 
and gas flow meters used to comply 
with the requirements in § 98.253(j), op-
erate, calibrate, and maintain the flow 
meter according to one of the fol-
lowing. You may use the procedures 
specified by the flow meter manufac-
turer, or a method published by a con-
sensus-based standards organization. 
Consensus-based standards organiza-
tions include, but are not limited to, 
the following: ASTM International (100 
Barr Harbor Drive, P.O. Box CB700, 
West Conshohocken, Pennsylvania 
19428–B2959, (800) 262–1373, http:// 
www.astm.org), the American National 
Standards Institute (ANSI, 1819 L 
Street, NW., 6th floor, Washington, DC 
20036, (202) 293–8020, http://www.ansi.org), 
the American Gas Association (AGA, 
400 North Capitol Street, NW., 4th 
Floor, Washington, DC 20001, (202) 824– 
7000, http://www.aga.org), the American 
Society of Mechanical Engineers 
(ASME, Three Park Avenue, New York, 
NY 10016–5990, (800) 843–2763, http:// 
www.asme.org), the American Petro-
leum Institute (API, 1220 L Street, 
NW., Washington, DC 20005–4070, (202) 
682–8000, http://www.api.org), and the 
North American Energy Standards 
Board (NAESB, 801 Travis Street, Suite 
1675, Houston, TX 77002, (713) 356–0060, 
http://www.api.org). 

(d) Except as provided in paragraph 
(g) of this section, determine gas com-
position and, if required, average mo-
lecular weight of the gas using any of 
the following methods. Alternatively, 
the results of chromatographic anal-
ysis of the fuel may be used, provided 
that the gas chromatograph is oper-
ated, maintained, and calibrated ac-
cording to the manufacturer’s instruc-
tions; and the methods used for oper-
ation, maintenance, and calibration of 
the gas chromatograph are documented 
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in the written Monitoring Plan for the 
unit under § 98.3(g)(5). 

(1) Method 18 at 40 CFR part 60, ap-
pendix A–6. 

(2) ASTM D1945–03 Standard Test 
Method for Analysis of Natural Gas by 
Gas Chromatography (incorporated by 
reference, see § 98.7). 

(3) ASTM D1946–90 (Reapproved 2006) 
Standard Practice for Analysis of Re-
formed Gas by Gas Chromatography 
(incorporated by reference, see § 98.7). 

(4) GPA 2261–00 Analysis for Natural 
Gas and Similar Gaseous Mixtures by 
Gas Chromatography (incorporated by 
reference, see § 98.7). 

(5) UOP539–97 Refinery Gas Analysis 
by Gas Chromatography (incorporated 
by reference, see § 98.7). 

(6) ASTM D2503–92 (Reapproved 2007) 
Standard Test Method for Relative Mo-
lecular Mass (Molecular Weight) of Hy-
drocarbons by Thermoelectric Meas-
urement of Vapor Pressure (incor-
porated by reference, see § 98.7). 

(e) Determine flare gas higher heat-
ing value using any of the following 
methods. Alternatively, the results of 
chromatographic analysis of the fuel 
may be used, provided that the gas 
chromatograph is operated, main-
tained, and calibrated according to the 
manufacturer’s instructions; and the 
methods used for operation, mainte-
nance, and calibration of the gas chro-
matograph are documented in the writ-
ten Monitoring Plan for the unit under 
§ 98.3(g)(5). 

(1) ASTM D4809–06 Standard Test 
Method for Heat of Combustion of Liq-
uid Hydrocarbon Fuels by Bomb Calo-
rimeter (Precision Method) (incor-
porated by reference, see § 98.7). 

(2) ASTM D240–02 (Reapproved 2007) 
Standard Test Method for Heat of Com-
bustion of Liquid Hydrocarbon Fuels 
by Bomb Calorimeter (incorporated by 
reference, see § 98.7). 

(3) ASTM D1826–94 (Reapproved 2003) 
Standard Test Method for Calorific 
(Heating) Value of Gases in Natural 
Gas Range by Continuous Recording 
Calorimeter (incorporated by ref-
erence, see § 98.7). 

(4) ASTM D3588–98 (Reapproved 2003) 
Standard Practice for Calculating Heat 
Value, Compressibility Factor, and 
Relative Density of Gaseous Fuels (in-
corporated by reference, see § 98.7). 

(5) ASTM D4891–89 (Reapproved 2006) 
Standard Test Method for Heating 
Value of Gases in Natural Gas Range 
by Stoichiometric Combustion (incor-
porated by reference, see § 98.7). 

(f) For gas flow meters used to com-
ply with the requirements in 
§ 98.253(c)(2)(ii), install, operate, cali-
brate, and maintain each gas flow 
meter according to the requirements in 
40 CFR 63.1572(c) and the following re-
quirements. 

(1) Locate the flow monitor at a site 
that provides representative flow rates. 
Avoid locations where there is swirling 
flow or abnormal velocity distributions 
due to upstream and downstream dis-
turbances. 

(2) [Reserved] 
(3) Use a continuous monitoring sys-

tem capable of correcting for the tem-
perature, pressure, and moisture con-
tent to output flow in dry standard 
cubic feet (standard conditions as de-
fined in § 98.6). 

(g) For exhaust gas CO2/CO/O2 com-
position monitors used to comply with 
the requirements in § 98.253(c)(2), in-
stall, operate, calibrate, and maintain 
exhaust gas composition monitors ac-
cording to the requirements in 40 CFR 
60.105a(b)(2) or 40 CFR 63.1572(c) or ac-
cording to the manufacturer’s speci-
fications and requirements. 

(h) Determine the mass of petroleum 
coke as required by Equation Y–13 of 
this subpart using mass measurement 
equipment meeting the requirements 
for commercial weighing equipment as 
described in Specifications, Tolerances, 
and Other Technical Requirements For 
Weighing and Measuring Devices, NIST 
Handbook 44 (2009) (incorporated by 
reference, see § 98.7). Calibrate the 
measurement device according to the 
procedures specified by NIST handbook 
44 (incorporated by reference, see § 98.7) 
or the procedures specified by the man-
ufacturer. Recalibrate either bienni-
ally or at the minimum frequency 
specified by the manufacturer. 

(i) Determine the carbon content of 
petroleum coke as required by Equa-
tion Y–13 of this subpart using any one 
of the following methods. Calibrate the 
measurement device according to pro-
cedures specified by the method or pro-
cedures specified by the measurement 
device manufacturer. 
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(1) ASTM D3176–89 (Reapproved 2002) 
Standard Practice for Ultimate Anal-
ysis of Coal and Coke (incorporated by 
reference, see § 98.7). 

(2) ASTM D5291–02 (Reapproved 2007) 
Standard Test Methods for Instru-
mental Determination of Carbon, Hy-
drogen, and Nitrogen in Petroleum 
Products and Lubricants (incorporated 
by reference, see § 98.7). 

(3) ASTM D5373–08 Standard Test 
Methods for Instrumental Determina-
tion of Carbon, Hydrogen, and Nitrogen 
in Laboratory Samples of Coal (incor-
porated by reference, see § 98.7). 

(j) Determine the quantity of petro-
leum process streams using company 
records. These quantities include the 
quantity of asphalt blown, quantity of 
crude oil plus the quantity of inter-
mediate products received from off 
site, and the quantity of unstabilized 
crude oil received at the facility. 

(k) The owner or operator shall docu-
ment the procedures used to ensure the 
accuracy of the estimates of fuel usage, 
gas composition, and heating value in-
cluding but not limited to calibration 
of weighing equipment, fuel flow me-
ters, and other measurement devices. 
The estimated accuracy of measure-
ments made with these devices shall 
also be recorded, and the technical 
basis for these estimates shall be pro-
vided. 

[74 FR 56374, Oct. 30, 2009, as amended at 75 
FR 79163, Dec. 17, 2010] 

§ 98.255 Procedures for estimating 
missing data. 

A complete record of all measured 
parameters used in the GHG emissions 
calculations is required (e.g., con-
centrations, flow rates, fuel heating 
values, carbon content values). There-
fore, whenever a quality-assured value 
of a required parameter is unavailable 
(e.g., if a CEMS malfunctions during 
unit operation or if a required fuel 
sample is not taken), a substitute data 
value for the missing parameter shall 
be used in the calculations. 

(a) For stationary combustion 
sources, use the missing data proce-
dures in subpart C of this part. 

(b) For each missing value of the 
heat content, carbon content, or mo-
lecular weight of the fuel, substitute 
the arithmetic average of the quality- 

assured values of that parameter im-
mediately preceding and immediately 
following the missing data incident. If 
the ‘‘after’’ value is not obtained by 
the end of the reporting year, you may 
use the ‘‘before’’ value for the missing 
data substitution. If, for a particular 
parameter, no quality-assured data are 
available prior to the missing data in-
cident, the substitute data value shall 
be the first quality-assured value ob-
tained after the missing data period. 

(c) For missing CO2, CO, O2, CH4, or 
N2O concentrations, gas flow rate, and 
percent moisture, the substitute data 
values shall be the best available esti-
mate(s) of the parameter(s), based on 
all available process data (e.g., proc-
essing rates, operating hours, etc.). The 
owner or operator shall document and 
keep records of the procedures used for 
all such estimates. 

(d) For hydrogen plants, use the 
missing data procedures in subpart P of 
this part. 

§ 98.256 Data reporting requirements. 
In addition to the reporting require-

ments of § 98.3(c), you must report the 
information specified in paragraphs (a) 
through (q) of this section. 

(a) For combustion sources, follow 
the data reporting requirements under 
subpart C of this part (General Sta-
tionary Fuel Combustion Sources). 

(b) For hydrogen plants, follow the 
data reporting requirements under sub-
part P of this part (Hydrogen Produc-
tion). 

(c)–(d) [Reserved] 
(e) For flares, owners and operators 

shall report: 
(1) The flare ID number (if applica-

ble). 
(2) A description of the type of flare 

(steam assisted, air-assisted). 
(3) A description of the flare service 

(general facility flare, unit flare, emer-
gency only or back-up flare). 

(4) The calculated CO2, CH4, and N2O 
annual emissions for each flare, ex-
pressed in metric tons of each pollut-
ant emitted. 

(5) A description of the method used 
to calculate the CO2 emissions for each 
flare (e.g., reference section and equa-
tion number). 

(6) If you use Equation Y–1a of this 
subpart, an indication of whether daily 
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